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ABSTRACT 

This manuscript describes the design, usage, and data-reduction pipeline developed for the Mag¬ 
ellan Inamori Kyocera Echelle (MIKE) spectrometer used with the Magellan telescope at the Las 
Campanas Observatory. We summarize the basic characteristics of the instrument and discuss obser¬ 
vational procedures recommended for calibrating the standard data products. We detail the design 
and implementation of an IDL based data-reduction pipeline for MIKE data (since generalized to 
other echelle spectrometers, e.g. Keck/HIRES, VLT/UVES). This includes novel techniques for flat- 
fielding, wavelength calibration, and the extraction of echelle spectroscopy. Sufficient detail is provided 
in this manuscript to enable inexperienced observers to understand the strengths and weaknesses of 
the instrument and software package and an assessment of the related systematics. 

Subject headings: instrumentation : spectrographs - methods: data analysis - techniques: spectro¬ 
scopic 


1. INTRODUCTION 

The field of astronomy has witnessed rapid growth 
over the past few decades leading to the division of as¬ 
tronomers into observers, instrumentationalists, and the¬ 
orists. In recent years, there is even an increased spe¬ 
cialization within these sub-classes (e.g. numericists vs. 
semi-analytic theorists, spectroscopy vs. adaptive optics 
imaging). Similarly, as observatories approach billion 
dollar projects the complexity of building a facility-class 
instruments exceeds the capacity of a single astronomer. 
In contrast to the recent past, it is impractical for the 
majority of observational astronomers to design and fab¬ 
ricate a new instrument as the most efficient means of 
pursuing his/her scientific interests. 

Instead, modern observers now acquire and analyze 
data-sets without having even visited the telescope or 
even having developed intimate knowledge of the instru¬ 
ment. Furthermore, many observers now rely on data re¬ 
duction pipelines to produce calibrated, science-quality 
data without a comprehensive knowledge of the trade-offs 
and limitations considered by the software designer (s). 
Although this trend toward virtual observing may im¬ 
prove the efficiency with which new data is obtained and 
analyzed, users of these tools are prone to having an in¬ 
complete understanding of his/her experiment. 

Motivated by these trends, we have written the fol¬ 
lowing paper to document the design, usage, and data 
reduction pipeline of the MIKE echelle spectrometer 
((Bernstein et al. Il2003f) . We discuss observational tech¬ 
niques for the calibration of these data, new algorithms 
to improve sky subtraction and flat fielding, and object 
extraction. Although we focus on the MIKE spectrom¬ 
eter, we will give a pedagogical discussion that general¬ 
izes to the majority of echelle spectro meters in use today 
and in the future (e.g. HIRES, UVES: IVogt et a/nil994 
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iDekker et al. 1 1200011 . Portions of this manuscript also 
generalize to many of the low dispersion spectrometers 
in use today (e.g. DEIMOS, FORS, IMACS). 

The principal goal of this paper is to describe the 
data reduction pipeline designed for the MIKE spec- 
trom eter and then generalized to the HIRE^, UVES 
(e.g. lEllison. Prochaska fc Lop^ 1200711 and ES0 spec- 
trometers within the XIDL package0 maintained by JXP. 
Many of the techniques we have implemented follow 
the standard lore of astronomical research, and we have 
benefited from many previous works on this topic (e.g. 
iChurchill fc AllenllI995l : lKelsonll2003ll . Furthermore, our 
efforts have been inspired by (and take advantage of) 
the algorithms developed for the spectral reductions of 
the Sloan Digital Sky Survey (SDSS; Buries & Schlegel, 
in prep.). Several unique characteristics of the MIKE 
spectrometer (e.g. tilted sky lines), however, have in¬ 
spired new techniques for wavelength calibration, flat 
fielding, and object extraction. We describe these in de¬ 
tail in this manuscript; they may be of interest to future 
instruments where sim ilar issues arise (e.g. X-shooter; 
iD’Odorico' et al. ]|200l). 

The paper is organized as follows. In lj2l we describe 
the MIKE double echelle briefly and highlight points 
which directly influence the design and implementation 
of the reduction algorithms described in this paper. In 
^ we describe the layout of the software pipeline. In (JH 
we describe the image processing algorithms. In we 
describe the flat field algorithms. In ^ we describe the 
wavelength calibration algorithms. In ^ we describe ob¬ 
ject tracing and extraction. Finally, we describe fluxing 
and coaddition algorithms in § [8l 

2. DESCRIPTION OF THE INSTRUMENT 

MIKE is a double echelle spectrograph which was de¬ 
signed for the Magellan telescopes and installed on Mag¬ 
ellan H (Clay) during November 2002. The standard con¬ 
figuration for MIKE is set by the cross-over wavelength 

^ http://www.ucolick.org/~xavier/HIRedux 
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® http://www.ucolick.org/~xavier/IDL/index.html 
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of the dichroic (originally at 4550A and now 4950A) and 
delivers complete wavelength coverage from 3350-5000 
A (blue) and 4900-9500 A (red). The range can be ad¬ 
justed down to ^ 3200 A and up to ^ 10, 000 A on the 
red and blue sides, respectively. 

In order to understand the strategies employed for 
observing and for data reduction, it is important to 
review the basic aspects of the optical and mechani¬ 
cal design of the instrume nt. We summarize thes e be¬ 
low and refer the reader to iBernstein et al. I (|2003f) and 
the MIKE user guide for a more complete description 
(http: //www.lco.cl). 

The hrst optical element in MIKE beyond the slit is the 
dichroic window. The dichroic coating on the first surface 
reflects blue light and transmits red. After the dichroic, 
the two arms are independent but comprised of a similar 
train of optical elements. The beam on both sides is first 
converted from the F/11 focal ratio of the telescope to a 
roughly F/3.5 beam by a set of “injection” optics which 
essentially form a virtual image of the slit in the plane of 
each camera, offset from the CCD. A single set of large 
lenses then comprise the collimator/camera of each arm. 
These are used in double pass to first collimate the beam 
on its way to the dispersion elements, and then to focus 
the beam on its way back to the CCD. The gratings are 
used in quasi-littrow so that this virtual image of the 
slit and the echelle footprint are offset from each other 
in the focal plane of the camera/collimator. Between the 
camera/collimators and the gratings, both beams pass 
twice through a single prism on the red side and a pair 
of prisms on the blue side for cross dispersion. 

The basic characteristics of the spectrograph are sum¬ 
marized in Table [I] In addition to these parameters, the 
detailed configuration of the dispersion elements has a 
variety of consequences for the spectral format. The most 
notable is that the quasi-littrow configuration of the grat¬ 
ing causes the slits to be tilted along the orders so that 
sky lines are not aligned with the CCD rows/columns. 
This is a virtue in that it guarantees that any spectral 
feature from an extended source is sampled across several 
pixels in the spectral direction, regardless of slit width. 
This improves sampling of the sky lines and therefore sky 
subtraction. Another important effect of the configura¬ 
tion is that a small amount of anamorphic magnification 
results in two ways: (1) there is a small difference in 
the width of the collimated beam off the grating along 
individual orders, and (2) there is a change in the beam 
width along and between orders due to angular deviation 
through the prisms. These both cause changes in the 
F/^, and therefore pixel scale. Changes along the or¬ 
der are minor. However the slit length in pixels changes 
by about 10% over each echelle spectrogram. In this 
pipeline, we therefore quantify spatial location along the 
slit in units of the slit length rather than absolute pixel 
units. This is an issue, for example, in tracing the loca¬ 
tion of the object along the slit, as it will move due to 
atmospheric refraction during any off-zenith observation. 

The primary motivation for using prism cross¬ 
dispersion is the high transmission efficiency provided. 
However the angular dispersion compared to a grat¬ 
ing is limited by relatively small changes in glass index 
with wavelength {dn{X)/dX), particularly at redder wave¬ 
lengths. This limits the order separation. The prism 


apex angles and materials were chosen to obtain a mini¬ 
mum order separation of about 6", and a maximum slit 
length of 5" is therefore available. To make full use of this 
length, some care is taken in the data-reduction pipeline 
to make use of the partially illuminated pixels at the ends 
of the slit, which requires that the intra-order regions of 
the CCD must be illuminated in the flat-fielding images. 
This can be done by inserting a holographic diffuser just 
after the slit (before the dichroic) that spreads the beam 
coming through the slit into a 5 degree cone. This is 
sufficient to spread the light at any wavelength over a 
50-75 pixel region and fill the intra-order pixels. Flat 
fields taken with this slide in are referred to as “milky 
flats” or “pixel flats” in this pipeline. Calibration of the 
full CCD in this way also allows good measurement and 
subtraction of scattered light (see 1 15.ip . 

The instrument is used (exclusively) in a gravity- 
invariant mode. It rests on a mounting fixture which 
holds it a few millimeters from the Nasmyth mounting 
flange. MIKE is not bolted to the flange because the 
flange must rotate in order to move the guiders around 
the sky as the field rotates with zenith angle. The field 
will rotate on the slit with time as a result, with mixed 
implications: an off-center source can move slightly rela¬ 
tive to the center of the slit over a long (20-60 min) expo¬ 
sure near zenith, however it is also possible to avoid plac¬ 
ing neighboring objects in the slit by waiting for the field 
to rotate slightly. A clear virtue of the gravity-invariant 
mode is that the only mechanical motion that can occur 
in the spectrograph is due to thermal variations. These 
thermal changes are quite minor. The only significant 
motions of the spectrum on the CCD are caused by the 
thermal changes of the glass and air, both of which have 
significant changes in index with temperature (dn/dT). 
The orders can move in the spatial direction by 1-2 un¬ 
binned pixel over the course of a night. We track this 
motion by acquiring arc images in sequence with science 
exposures. 

The camera/collimators are mounted on rigid, flexure- 
mounted optical benches. Because the image and object 
of the camera/collimators are in the same location — 
the virtual image of the slit is formed by the injection 
optics in the focal plane of the CCD — one can focus 
each arm by simply moving the optical bench relative to 
the CCD. A passive thermal compensation system (an in¬ 
var rod with a different coefficient of thermal expansion 
from the rest of the spectrograph) keeps the instrument 
in good focus throughout the night, and season to sea¬ 
son. The same focal settings have been optimal since the 
instrument was installed. 

MIKE includes an internal thorium-argon lamp for 
wavelength calibration and an incandescent lamp for flat 
fielding. The incandescent lamp can be used with the dif¬ 
fuser slide to fully illuminate the CCD (including intra¬ 
order regions) for pixel flats, or without to obtain ‘uni¬ 
form’ illumination of the orders that can be used to trace 
their location on the detector. We refer to the latter 
as “trace flats”, which we also use to obtain a slit pro¬ 
file and correct any micro-roughness or width-variability 
that may exist along the slit. It is also possible to take 
trace flats using the twilight sky, and in fact this is 
slightly preferable because it guarantees a truely uniform 
illumination of the slit. Although all internal lamps are 
projected onto the slit with the appropriate F/11 beam 
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TABLE 1 

Basic Parameters 



Blue Side 

Red Side 

focal ratio (effective) 

F/3.9 

F/3.6 

scale at CCD 

8.2 pix/” (0.12'7pix) 

7.5 pix/” (0.13'7pix) 

AA/pixel (unbinned) 

~ O.O2A 

~ O.O5A 

detector 

2048 X 4096 (15/rm pixels) 

2048 X 4096 (15/im pixels) 

gain 

0.47 e-/DN 

1.0 e-/DN 

read noise 

2 e-/pix 

3.5e-/pix 

dark current 

5 DN/pix/hr 

2 DN/pix/hr 

Wavelength range 

32OO-5OOOA 

4900-10,000A 

Resolution (FWHM; 0.35” slit) 

83,000 

65,000 

Resolution (FWHM; 1.0” slit) 

28,000 

22,000 

Echelle grating 

R2.4 

R2 

Prism (cross disperser) 

Fused Silica, 38deg (2 prisms) 

PBM2, 47deg (1 prism) 


(as from the telescope), the incandescent lamp is diffused 
before reimaging to avoid producing bright spots (images 
of the lamp filament) along the slit. Diffusion has been 
accomplished in a variety of ways over the years and has 
been uniform to better than a few percent when we have 
checked it. However the twilight sky is always guaranteed 
to be uniform. It is also possible to place an iodine cell 
in the optical path, although the data-reduction pipeline 
described here does not currently provide routines for 
exploiting this option. 

The pipeline includes routines for flux calibration. As 
with any spectrum taken through a narrow (< 10") slit, 
the dependence of seeing on wavelength and atmospheric 
dispersion will lead to variable slit losses. This reduces 
the accuracy of relative flux calibration over a wide range 
in wavelength. However, another standard problem for 
echelle calibration is variable pupil centration on the 
grating(s) with wavelength, field location, and instru¬ 
ment alignment. In our case, the pupil is well centered 
on the grating with negligible vignetting for well-aligned 
targets in both arms of the spectrograph. However the 
pupil centration can be slightly better or worse from run 
to run because the instrument is not rigidly mounted to 
the Nasmyth rotator. We find that in most of our data 
sets taken over the first 5 years (tens of observing runs), 
the centration is quite good and variability of the flux 
calibration in overlapping orders is typically not worse 
than a few percent. This contrasts significantly with the 
results generally achie ved with other echel le spectrome¬ 
ters (e.g. Keck/HIRES iSuzuki et aLll2003[ l. 

The dichroic is positioned in the optical path so that 
the incidence angle of the beam is 30 degrees from nor¬ 
mal. The back surface of the dichroic slide is AR coated. 
Unavoidably imperfect performance of both the dichroic 
and AR surfaces allow for weak ghosts to be created in 
the red-side spectra at the far blue range of its operation 
and in the blue side. In addition, there is the appearance 
of some ghosting from the face-on glue joints in blue side 
prisms. 

3. INTRODUCTION TO THE DATA REDUCTION PIPELINE 

This section describes the layout of the code, 
the methods used to organize the data, and sum¬ 
marizes the motivations and key limitations of the 
data reduction pipeline. To clarify, this paper de¬ 
scribes an IDL implementation of a MIKE reduction 
pipeline. There is an entirely separate pipeline 
based on python that was written by D. Kelson 


(http: //www.lco.cl/telescopes-information/magellan/instruments/n 
Throughout the algorithms, the detector is oriented 
in memory within IDL such that rows correspond to 
spatial information and columns correspond to spectral 
information. 


3.1. Setups 

The previous section discussed the general design of the 
MIKE spectrometer. Common to most echelle spectro¬ 
graphs, there are only a few optical elements or detector 
configurations that can be adjusted by the observer. For 
MIKE, these are the CCD binning, slit plate position 
to choose the illuminated slit, and the angles of the dis¬ 
persing elements. In practice, the dispersers are rarely 
adjusted because the standard setup provides nearly con¬ 
tinuous wavelength coverage from A ~ 3250 — OOOOA. 

Throughout the remainder of the paper, the term 
“setup” defines a unique configuration of the slit, CCD 
binning, and disperser angles. To properly reduce the 
data, one requires a full set of calibration exposures for 
each setup. In this sense, one must treat the observations 
and data reduction of each unique setup separately. Be¬ 
cause the slit is adjusted through an interface separate 
from the CCD controller interface, the slit plate posi¬ 
tion is not recorded in the FITS header. Although the 
slit could be determined automatically (e.g. by measur¬ 
ing the FWHM of the arc lines), we require the user to 
designate which exposures correspond to which setup. 

3.2. Pipeline Organization 

Basic characteristics of each data frame (i.e. each FITS 
file) are parsed from the FITS header and recorded in an 
IDL structure (akin to a structure in C) in a series of 
“tags”. These include the right ascension (RA), total 
exposure time (EXP), CCD binning (COLBIN, ROW- 
BIN), etc. This structure is archived as a binary FITS 
table that one can edit with standard FITS tools (e.g. 
Jv) or simple IDL scripts. The observer is required to 
identify the science and calibration frames of a unique 
setup (via the SETUP tag) and must identify and flag 
any corrupted, junk, or test frames. 

The pipeline structure is called into memory within 
the IDL package and is passed to nearly every algorithm. 
This includes an algorithm which automatically identi¬ 
fies the exposure type (e.g. BIAS, FLAT, ARC, OBJ) 
according to the length of the exposure, the total counts, 
and level of structure in the image. Science exposures of 
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a given SETUP are further parsed by the object name 
(from the FITS header) and each unique target is as¬ 
signed an integer OBJJD value. Most of the algorithms 
are then controlled with the IDL structure, the SETUP 
number, and the OBJJD value. All of the tasks can be 
carried out on the two cameras independently, as desired. 

3.3. Motivations and Limitations 

The design of the reduction pipeline was guided in 
large part by our scientific interests. Our primary tar¬ 
gets are relatively faint {V > 17), extragalactic sources 
with negligible (quasars) or small spatial extent (globu¬ 
lar clusters). Our science goals generally required mod¬ 
est S/N (Ri 10 — 30) and moderate spectra resolution 
[R ~ 30,000). None of our science goals required accu¬ 
rate absolute fluxes. These characteristics describe many 
of the programs carried out with MIKE to date (e.g. 
Chen et alA 120051: iMeiring et al. I 20071 : iDuoree et al. I 
2007t iFaucher-Giguere et al. 1 12008 1. but there is also 
a substantial community interested in very high S/N 
and/or high precision observations. 

With the above considerations in mind, we set out to 
achieve the following goals with our observing and data 
reduction procedures: 

• Achieve a relative wavelength error of less than 
0.05 pix and an absolute wavelength scale of bet¬ 
ter than 0.2 pix. 

• Achieve better than 10% precision in the relative 
fluxing of objects. This is primarily for co-adding 
overlapping echelle orders. 

• Implement bias subtraction and flat fielding proce¬ 
dures that remove pixel-to-pixel variations to bet¬ 
ter than 1% statistical error without introducing 
1% systematic error. 

• Maximize the number of pixels analyzed along the 
spatial dimension for sky subtraction. This is espe¬ 
cially important for MIKE because of its relatively 
short slit length (5"). 

• Approach the Poisson limit with sky subtraction 
and extraction. 

• Perform an accurate measurement of the spatial 
profile and its variation with wavelength. 

• Derive a ID variance array which describes the 
principal sources of error (Poisson noise, read noise, 
flat fielding). 

• Robustly flux calibrate and combine multiple ex¬ 
posures across diffraction orders to create a single 
I-dimensional flux calibrated spectrum for each ob¬ 
ject. 

Of these, the most difficult requirement is flat fielding: 
There are challenges to obtaining appropriate calibration 
data (e.g. achieving sufficient counts at 3200A) and also 
detector blemishes (especially on the blue side) that in¬ 
troduce « 1% systematic errors. 

Granted the relatively narrow scientific programs 
which motivated our observing strategy and pipeline de¬ 
sign, we caution about the following limitations. First, 


we have not carefully explored or addressed systematic 
errors at levels of ~ 0.5%. For example, detector blem¬ 
ishes (pock marks) are present in the red CCD. These are 
easily identified yet difficult to calibrate to better than 
the 1% level. Furthermore, we have not demonstrated 
that the algorithms which subtract scattered-light per¬ 
form significantly better than 1% precision. Therefore, 
it may be difficult to recover very high S/N data (f^ 100) 
with our procedures. Second, we have not developed al¬ 
gorithms to properly subtract the sky background for 
observations of very bright or spatially extended objects 
(i.e. where the object exceeds the sky flux in every pixel 
along the slit). We have assumed that at least a few 
pixels in the slit are sky dominated or we skip sky sub¬ 
traction altogether. Third, we have not introduced algo¬ 
rithms to calibrate the iodine cell. 

4. IMAGE PROCESSING 

The first step in all of the CCD pipeline routines 
is standard digital processing. In a custom routine, 
called ‘mike.proc’, we process both red and blue CCD 
data. This routine includes the following steps ap¬ 
plied in sequence: (1) remove smooth overscan levels in 
both columns and rows; (2) trim the data to the active 
2048x4096 native pixels; (3) apply the pixel-to-pixel flat; 
(4) convert ADU to electrons by applying the gain; (5) 
calculate and record the inverse variance of the image, 
including readout noise. The final step adopts an algo¬ 
rithm which approximates the noise in the low count (i.e. 
Poisson) limit. 

Each raw CCD frame is read into memory as standard 
unsigned 16-bit integers in the same state as it was saved 
at the telescope. The overscan regions and on-CCD bin¬ 
ning is deduced directly from the raw image size under 
the assumption that the full frame was read to disk. For 
standard MIKE pipeline reductions, we do not subtract 
bias frames nor dark frames. We have constructed super 
bias and super dark frames, but no features were appar¬ 
ent and not nearly as significant as the structure that 
appears and varies in a frame-by-frame basis. 

We need to carefully model the overscan regions to re¬ 
move the digital features in the CCD image. The first 
overscan region that is modeled includes all columns that 
readout immediately after each CCD row. First, we av¬ 
erage these columns with 3-sigma clipping to produce a 
mean ID overscan spectrum as a function of CCD row. 
Then the routine convolves this spectrum with a 4th de¬ 
gree Savitzky-Golay filter having a symmetric width of 
I2I native pixels average (Figure [1] upper panel). This 
averaged, filtered spectrum is replicated and subtracted 
from the entire, raw GGD frame. The same procedure 
is then applied to the set of rows immediately preced¬ 
ing the active CCD rows. Similarly, a 73 native pixel 
Savitzky-Golay filter is convolved with the average over¬ 
scan in each column (Figure [TJ lower panel). This result 
is replicated and subtracted from the entire CCD frame. 

There have been two CCD detectors used with the blue 
side of the MIKE spectrometer. At commission, a SITe 
ST-002A CCD with relatively poor quantum efficiency 
(QE) at A < 3800A was installed. This CCD was re¬ 
placed on May 6, 2004 with a Lincoln Labs CCID-20 de¬ 
vice which has high QE down to the atmospheric cutoff. 
However, all data taken with the upgraded blue CCD be¬ 
tween the dates of May 6, 2004 and September 21, 2005 
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Fig. 1.— Upper panel: Sigma-clipped average of the overscan columns for a red-side frame (black data). Overplotted on this overscan 
average is the same data filtered by a SAVGOL function with 30 pixels (121 total native pixels) on each side. This method allows us to 
produce a smooth function that also recovers sharp features. Lower panel: Bias row from the same CCD. Overplotted is the data smoothed 
with a symmetric 37 pixel (73 native) SAVGOL filter. 

suffer from a non-linearity in count rates. On the latter 
date, the voltages were reset to correct this non-linearity. 

To deal with this non-linearity in affected data, we ad¬ 
just the raw CCD counts after overscan subtraction by 
multiplying this correction factor (CF) to the processed 
electron counts on a pixel by pixel basis: 

CF(Image) = 1, if Image < 14, 000 ADU (1) 

= 2, if Image > 35,000 ADU 

= exp , otherwise. 

Any image pixel corrected to values over 50,000 electrons 
is capped artificially at that value, as this non-linearity 
correction is not reliable for such large corrections and 
one can assume these pixels are saturated. 

After overscan subtraction, the image is trimmed to 
active CCD pixels and zero now represents the average 
level of the overscan regions. Assuming a flat-field of 
the pixel-to-pixel response has been created (see 
the image is normalized directly by the pixel flat. The 
CCD gain is measured by assuming Gaussian statistics in 
pairs of flat-held images, and is applied 1 115.II) so that all 
CCD images are converted from digital counts (ADUs) to 


electrons measured. We estimate the error on each pixel 
and report this as the inverse variance: I/cr^. The first 
estimate of this error is an approximation based solely 
on the measured number of electrons in each pixel as 
well as the global estimate of the readout noise in elec¬ 
trons. Gaussian statistics dictates that the variance is 
simply the number of counts in the expectation. For 
faint sources, the data provide only a very noisy esti¬ 
mate of the count rate. More importantly, one encoun¬ 
ters a large systematic bias in the estimated error as the 
counts approach zero. In addition, the shape of the like¬ 
lihood function starts diverging significantly from a sim¬ 
ple Gaussian which is assumed in the rest of the pipeline. 
In order to ameliorate these effects we approximate the 
variance with this function: 


0-2 = Image(e ) — V2RN + RN^, 


( 2 ) 


where Image(e-) is the observed number of electrons and 
RN is the image readout noise measured in electrons. At 
very small Image(e-) values, this approximation avoids 
having unreasonably small variance values. The final cor¬ 
rection is simply an addition in quadrature with the vari- 
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Fig. 2.— Milky flat processing: The left panel shows a combined 
milky-flat image subsection cleaned of cosmic rays (white is higher 
intensity). The middle panel shows the pixel-to-pixel flat field, nor¬ 
malized to unity. The right panel is the left panel frame corrected 
by the pixel-to-pixel flat. This is identical to the smooth model 
constructed from the milky-flat. 

ance added by using a pixel flat. This correction can be 
minimized by taking a long series of flat exposures. 

The last step in the processing is to identify bad 
rows, passed in with the BADROWS keyword and subse¬ 
quently set the inverse variance to 0. For MIKE, the first 
two and last two rows of each CCD seem to always carry 
excess counts and are flagged with zero inverse variance 
(zero weight) by default. 

5. FLAT-FIELD CALIBRATION 

In this section, we describe the flat-field calibration 
frames and the algorithms which process and analyze 
these data. We use the frames for a variety of purposes, 
including (I) classic “pixel flats” for image correction of 
relative pixel-to-pixel CCD response, (2) “trace flats” for 
definition of the spatial echelle order boundaries, and (3) 
“slit flats” for the characterization of the spatial profile of 
a uniformly illuminated slit in each echelle order. We de¬ 
scribe the implementation of each of these steps in detail 
below. 

5.1. Pixel-to-Pixel flats 

The first flat-held calibration routine, mike_mkmflat, 
produces a relative pixel flat-field image for both the blue 
and red cameras. The routine is straightforward: We 
use a stack of MIKE images obtained with the ‘milky 
diffuser’ in the beam directly behind the slit to obtain 
smooth flux distributions in both the spatial and spectral 
directions (these frames are referred to as milky flats). 
The practice of acquiring and analyzing a milky flat for 
pixel-to-pixel variations contrasts with standard practice 
in echelle spectroscopy. It has several advantages. First, 
we can correct for pixel sensitivity variations at and be¬ 
yond the slit edge. This allows us to include several pix¬ 
els at the slit edge boundary during sky subtraction and 
extraction. Second, stray light (including ghosts) which 
often exhibits sharp features at random angles with re¬ 
spect to the echelle orders is smoothed out and its effects 
are minimized. Third, it is easier to calibrate larger de¬ 
fects in the CCD and especially defects which partially 
cover an echelle order. Finally, one is assessing the pixel- 
to-pixel quantum efficiency with the same color light as 
the science exposures. Ideally, a stellar source is used 
in the blue milky flat to maximize counts at 3300A and 
the internal flat-field lamp is used in the red to mini¬ 
mize the effects of sharp features (e.g. from atmospheric 
absorption features). 

Each milky flat image is processed as described in § 2] 
and the stack of images is co-added to produce a single 
milky flat image for each CCD (a separate set of milky 


flats is required for each CCD binning used during data 
acquisition). We remove the large-scale flux variations 
as a function of position on the CCD (the routine de¬ 
fault is to resample at the 256 native pixel scale). Then 
we apply a standard median filter in 1-dimension along 
CCD columns (in the spectral direction with a default 
width of 45 native pixels), on the assumption the cali¬ 
bration source has no small scale spectral features. This 
assumption breaks down for astrophysical sources with 
strong atmospheric telluric absorption bands observed 
with the red CCD. A 2-dimensional median filter (de¬ 
fault median box is 9 native pixels on a side) is applied 
to the normalized milky-flat image processed above, and 
serves as a proxy for a model with which to reject the 
strongest features in the flat-field. Normalized milky-flat 
pixels are masked if they or a neighbor inside the median 
box size deviate by more than 3%. Finally, these masked 
pixels are replaced with a smoothed version of the nor¬ 
malized flat (with masked pixels given zero weight, and a 
2-d smoothing length of twice the median box). The pro¬ 
cessed milky-flat is normalized by this final smooth image 
to effectively remove the remaining large-scale fluctua¬ 
tions and the resulting image is stored as the normalized 
pixel-to-pixel flat. In Figure [21 we show an example of 
the normalized flat-field of the red CCD in the middle 
panel. The co-added milky-flat image is shown before 
(left panel) and after (right panel) applying the processed 
pixel flat. One will notice that there are a large number 
of “pock” marks (moderate flat-field features) on the red 
Site CCD and the original blue Site CCD. They cover 
about 40 native pixels each and have an areal density of 
5000 pixels per CCD. Reconstructing the pixel-to-pixel 
response as shown in Figure [2] is limited by a system¬ 
atic error of approximately 1% per pixel. The statistical 
uncertainty in the pixel flat is saved, and applied to the 
statistical error (the inverse variance) on all images when 
the pixel flat is applied. 

We calculate the gain between pairs of milky flats, with 
the estimator provided below. It is calculated from each 
pair of milky flats in sequence and the mean value is 
recorded for each image taken with this setup. A com¬ 
parison image is made from the two flat images, il and 
i2, as such: 

image = (f)] 

1/ < gain >= variance{image). (3) 

For a series of N milky flat images, — 1 sequential 
pairings are analyzed, and the mean gain calculated from 
the N—1 pairings is used as the gain for all of the images 
being processed (with appropriate binning and side). 

5.2. Trace Flats 

A short set of direct flat images (without the diffuser 
behind the slit) is used to both define the echelle or¬ 
der boundaries and the relative spatial cross-section of 
the slit profile. The source can either be a short expo¬ 
sure of the internal flat-field lamp or the twilight sky. 
The internal lamp is better suited for defining the order 
boundaries, and the twilight sky provides a better direct 
illumination of the focal plane. 

As with the Milky flats images above, a series of di¬ 
rect flat images are combined to yield a cleaned red and 
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Echelle Order 

Fig. 3. — Length of the standard b" slit in pixels (binned 2x from 
the native 15/im pixels) as a function of echelle order. The lower 
curves do not take into account the tilt of the slit, i.e. it represents 
the slit length projected onto the rows of the CCD. The upper 
curves account for the tilt of the slit in the CCD frame. The bars 
indicate the variations within a given order. 



Row Number (pixels) Order Number 


Fig. 4. — Principal component analysis of the Legendre polyno¬ 
mial coefficients that describe the order centers of each echelle order 
as a function of CCD row from a representative red-side frame. The 
left-hand panels show the PCA eigenfunctions, normalized from —1 
to 1. The right-hand panel shows the PCA coefficients as a func¬ 
tion of echelle order. The code fits a 2nd order polynomial to the 
first PCA coefficient in order to interpolate bad echelle orders or 
extrapolate to overlapping orders or regions with faint signal. One 
notes that the coefficients are essentially constant for PCA coeffi¬ 
cients 2-5. 


blue direct flat image, which we refer to as the combined 
“trace flats”. The peaks in each trace flat image are 
located after applying a sawtooth filter in the spatial di¬ 
rection (along rows). This procedure effectively locates 
the 50% level of both the left (positive peaks) and right 
(negative peaks) edges of the echelle orders in the trace 
flat images. Echelle orders in which 90% or more of the 
order was traced along the length of the CCD are consid¬ 
ered good, and used to predict the edges of the remaining 
order. We then calculate the center and width of each 
echelle order, which are functions of CCD row number. 
The order width varies very slowly across the CCD array 
(see Figure 131), and can be described by a 2-dimensional 
polynomial which is linear with respect to row number 
and quadratic with respect to order number. We ht the 
order center with a Legendre polynomial as a function of 
CCD row number. We then use standard PCA analysis 
(jMurtagh fc Hecklll987fl of these order centers by search¬ 
ing for the principal components in the polynomial co¬ 
efficients that describe the central column positions of 
the good orders. An example of these normalized basis 
functions are shown in Figure [4] in the left-hand panels 
(above and beyond the 0th order shape which is simply 
the mean order position on the CCD). The linear combi¬ 
nation of the functions when multiplied by the smoothly 
varying coefficients shown in the main panel of Figure [T] 
accurately describe the order centers (for all rows and 
all orders) on the CCD. To predict the locations of the 
remaining orders which fall on the CCD, but which had 
poorly defined edges, we simply use the extrapolated co¬ 
efficients based on the fits to the well defined order cen¬ 
ters. Figure [S] shows an example of the order definition 
for a trace flat observed with the blue camera. 

One might consider a slightly more simple procedure 
which is to extrapolate the polynomial coefficients de¬ 
scribing the order centers as a function of order number. 
This usually produces unsatisfactory results due to the 
highly correlated condition of the coefficients. The prin¬ 
cipal components are defined to be orthogonal by defini¬ 
tion, and the variation of each coefficients can be reliably 
extrapolated independently of the others. In the upper 
right corner of Figure [Sj one notes order traces extrap¬ 
olated into regions with nearly negligible flux. The de¬ 
composition of the left and right edges into order centers 
and order widths produced very reliable edge definitions, 
and allows for automated localization of the orders with 
no human interaction. 

The pipeline routine responsible for determining the 
edge positions is called, mike_edgeflat, which produces 
an order structure with the prefix; OStr_ in the Flats 
directory. 

5.3. Slit Profile Correction 

The most involved correction derived from the flat-field 
calibrations is the slit profile correction, which we refer 
to as the “slit flat”. Once the echelle orders have been 
defined, and the wavelength image has been created from 
arc frame images (see § 16.31) we can measure the relative 
throughput of the spectrograph as a function of position 
along the 5" slit length. Although simple in principle, 
we invoke a number of steps in order to reliably measure 
the slit profile. In the case of no correction, a spatially 
uniform source (like the dark night sky), would exhibit no 
change in the measured flux as a function of slit position. 































Fig. 5. — Image of a trace fiat (black is high intensity) from the 
blue-side of MIKE. The bluest echelle orders are to the bottom. 
The inset shows a zoom-in of a portion of two echelle orders. The 
green and red lines trace the bottom and top sides of each echelle 
order, respectively. Note that the order edges have been extrapo¬ 
lated into the bluest regions of the CCD (lower right in the figure). 
The PCA analysis provides a robust means for performing this 
extrapolation. 

In order to correctly model the slit profile, the counts 
must approach zero in the gaps between the orders. A 
smooth scattered light image is constructed by fitting to 
the empirical counts in CCD pixels not associated with 
any echelle orders. The routine (x_modelslit) fits the 
scattered light row-by-row with 8 Legendre polynomial 
coefficients. 

Each pixel in the trace flat is assigned three values in 
addition to the counts measured in the combined direct 
flat: order number, relative wavelength (recorded in pix¬ 
els), and spatial slit position. The first two numbers are 
derived by the wavelength calibration procedures in the 
next section. The spatial slit position is measured as a 
quantity called slit fraction, which is normalized between 
-1 and -|-1, where -1 represents a pixel position exactly at 
the left edge of the slit-length, -|-1 is the right edge, and 
0 is a pixel at the exact center of the slit. More precisely, 
these values are in units of half slit-length (HSL). A rel¬ 
ative wavelength is given to each pixel by correcting for 
the tilt of the slit in the spectral direction and distance 
from the order center. 

Order by order, the counts in each pixel are normalized 
by fitting a b-spline set of coefficients as a function of rel¬ 
ative wavelength to the pixel counts in the central 70% of 
the slit (—0.7 < HSL < -1-0.7). The b-spline breakpoints 
are separated by 1.2 CCD pixels in the spectral direction, 
which is sparse enough to suppress the high-frequency 
noise but dense enough to fit real spectral features in the 



Fig. 6 .— Slit profile determination for the 67th echelle order on 
the red side of MIKE. The three profiles (red, black, red) represent 
the profile fit for the top, middle and bottom sections of echelle or¬ 
der 67, with the smooth solid lines the b-spline function evaluations 
for each case. 

twilight sky. The smooth b-spline spectrum is evaluated 
at all pixels falling in the current order, and the counts 
in each pixel are normalized by this evaluated fit. In 
addition, the inverse variance in each pixel is scaled ac¬ 
cordingly to preserve the reported signal-to-noise in each 
pixel (Figure [6]). 

Now the spatial profile in each echelle order is fit in 
two steps. The first step is to fit the mean profile, which 
is accomplished by fitting a single b-spline function to 
all of the normalized counts in the order as a function of 
slit fraction. The b-spline is evaluated at unit intervals 
of 0.01 HSL and stored from —1.25 to -1-1.25 HSL. The 
251 samplings of the mean profile per order is stored in 
the structure with the tag PROFILEO. Any trend as a 
function of wavelength is fit with a linear dependence 
of row number and a b-spline fit to the residuals of the 
normalized trace flat about the mean evaluated b-spline. 
The typical linear deviations are around the 10% level 
along the length of a single order. These linear coef¬ 
ficients are sampled at the same 251 slit positions and 
stored as PROFILEl. One can reconstruct the appro¬ 
priate slit profile for all rows in the order, for instance, 
the bottom row is given by PROFILEO - PROFILEl and 
the top row by PROFILEO -I- PROFILEl. 

The slit profile in each echelle order and the gradient 
of the profile with respect to position along the order 
are used to correct the spatial flux profile of the night 
sky before object extraction. The slit profile is not ap¬ 
plied directly, given the low S/N region beyond the order 
boundaries, but rather the profile is used in the model 
basis of the sky background. We do find a difference in 
the recovered slit profile when a direct flat of the inter¬ 
nal calibration lamp is compared to results of a direct 
flat of the twilight night sky. There is a significant lin¬ 
ear gradient across the extent of the slit in the internal 
lamp images because of non-uniform illumination, and 







9 


this slope is removed in the stored profile. 

6 . WAVELENGTH CALIBRATION 

This section describes the series of algorithms that cal¬ 
ibrate the wavelengths for every pixel that falls within 
the echelle footprint. Following standard practice, the 
wavelength calibration is derived from the spectrum of a 
ThAr lamp observed with the same setup as the science 
exposures. While the spectrograph in standard observ¬ 
ing mode does not physically move, and so does not have 
flexure, the spectrum can move on the CCD by several 
native pixels over a night due to changes in the tempera¬ 
ture of the air, glass, and metal in the spectrograph. Co¬ 
eval calibrations are therefore important. Below, we will 
describe both the calibration of individual ThAr spectral 
images (“arcs”) and the strategy we employ for obtaining 
shifts in the echelle footprint over a night, and between 
science exposures and their “coeval” ThAr exposures. 

Our approach to wavelength calibration differs from 
standard practice in that we generate a 2D wavelength 
image from each arc frame. To do so, we begin by de¬ 
riving a ID wavelength solution along the spatial center 
of each echelle order. We then trace the tilt of the ThAr 
lines out to the spatial edge of the order, and finally prop¬ 
agate the 2D solution for all pixels that fall within an 
order. It is worth noting that the tilt in the wavelength 
solution is advantageous to the data analysis in that it 
improves the sampling of sky lines, particularly near the 
Nyquist limit (i.e. narrow slit). Our specific treatment 
of this tilt is necessary because the tilt varies along and 
between echelle orders, and must be measured and ac¬ 
commodated across the full 2D spectrum to accurately 
subtract sky lines and extract the data. 

6.1. Thorium-Argon Calibration Data 

An internal Thorium-Argon (ThAr) hollow cathode 
lamp is used to obtain the required intensity and line 
density as a function of wavelength for calibration. When 
an arc image is taken, the switch that turns on the lamp 
also moves a small mirror into optical path between the 
telescope and the slit plate, blocking the light from the 
sky and allowing an F/11 image from the lamp (a bright 
spot, roughly 1 cm in diameter) to be projected onto 
the slit instead. This configuration is difficult to miss in 
the picture displayed by the slit-viewing camera and, as 
such, acts as a convenient safety feature for distracted ob¬ 
servers who might otherwise take an arc simultaneously 
with a science exposure. 

An exposure of 1-5 seconds provides sufficient lines for 
calibration of the full spectral range for all slit widths 
(0.35-2 arcsec). Our standard calibration template in¬ 
cludes 12 lines in the bluest orders and 20-30 lines per 
order over most of the optical range. Strongly saturated 
lines dominate the appearance of the arcs around 7500A. 
These do bleed electrons into neighboring columns, but 
they do not pose a calibration problem. A bigger issue 
is that the useful lines for calibration in the reddest or¬ 
ders (A > 7800, red order number less than 44) are fairly 
weak. Exposure times on the red side should be dictated 
by these weak lines if the reddest orders are of scientihc 
interest. 

In this pipeline, all wavelength calibrated data is con¬ 
verted from in-air wavelengths to vacuum wavelengths by 
default. It is important to realize that the change in the 


photon wavelength when traveling through a medium is 
a function of wavelength, unlike a Doppler shift, so that 
this conversion will affect any analysis, even if a Doppler 
shift is allowedH This conversion can be avoided, as de¬ 
sired, but the reason for making vacuum wavelengths the 
default is that while optical-wavelength lines are typi¬ 
cally discussed at “in-air” wavelengths, UV-wavelength 
lines are always discussed at “in-vacuum” wavelengths. 
Consequently the standard for galaxy and stellar spec¬ 
troscopy is in-air wavelengths, while the standard for 
QSO absorption line observations is in-vacuum. To un¬ 
derstand the implications of this conversion, it is impor¬ 
tant to think about how the lines are produced and how 
the data are recorded. First, the photons from both as¬ 
tronomical sources and calibration lamps are produced 
in a vacuum, travel in air through the spectrograph, and 
are detected in a dewar under vacuun:@. The wavelengths 
designated to the lines in the arc spectrum will deter¬ 
mine the definition of the wavelength calibration, and 
it will be appropriate for both astronomical sources and 
calibration lamps. If the line list for the arc lines gives 
in-air values, then the calibration is in-air and must be 
converted to vacuum to discuss UV wavelength lines. 

6.2. Standard Calibration 

The first algorithm follows standard practice for echelle 
reduction. We perform basic overscan and bias subtrac¬ 
tion and then flatten the blue CCD as described in the 
previous sections. With the red CCD, however, we skip 
the overscan subtraction (although the average value is 
written to the bias row) because the very bright arc lines 
near above 7500A tend to bleed into the overscan region. 
The code then calculates the image shift between the arc 
frame and the trace flat solution as described below. 

For every echelle order, the code performs a pseudo¬ 
boxcar extraction by rectifying the order with lin¬ 
ear interpolation and extracting the central column 
of each order. The individual order extractions are 
stitched together to create a single array. This array is 
cross-correlated against the same construction from an 
archived, calibrated image using an FFT algorithm. The 
peak in the FFT sets the shift between the stitched ID 
arcs of the archived and new arc images. The derived 
shift is then used to identify the physical order numbers 
of the new arc and to also predict the average shift in 
the spectral direction (e.g. due to changes in the echelle 
angle). 

Each echelle order is then analyzed individually. Its ID 
spectrum is cross-correlated with an FFT to the single¬ 
order ID archived spectrum to improve the precision of 
the spectral shift. The code then derives a wavelength 
solution for the new ID spectrum assuming the archived 
solution with the derived offset. The algorithm then 
identifies all ThAr arc lines using a peak finder which de¬ 
mands a high signal to noise ratio (SNR) and a ‘pointed’ 

^ The relationship between the wavelength of light in vacuum, 
Avac, and in a medium of index, n, is A = Avac/n(A). For air, 
n - 1 = 6.4328 X lO”® -|- 2.94981 x 10-2/(146 - 2.5540 X 

10“‘/(41 - 0-2)^ in which tr = 10‘‘/A IICiddoi1ll99H . 

® As a pedagogical point, we note that the only record of the 
wavelength of a photon in a spectrograph is its location on the 
CCD, which is determined by the angle of the photons after reflec¬ 
tion from the grating. Thus, any spectral features from any source 
will be recorded at in-air wavelengths. 
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Fig. 7. — Residuals (in pixels) from Legendre fits of auto-identified and centroided ThAr lines in a series of echelle orders from the blue 
camera of MIKE. The red ’stars’ indicate lines rejected by the algorithm during fitting. In general, we used 4th order polynomials. This is 
an example of the quality assurance (QA) files produced by the pipeline. 


feature whose fluxes in the central five pixels ft are ap¬ 
propriately rank ordered (/i < /2 < fs > fi > h)- 
Those lines that satisfy this rank ordering and lie within 
three binned pixels of a laboratory-calibrated ThAr line 
are centroided and recorded. The line centroid is mea¬ 
sured by (i) splining the flux of the central seven pixels, 
(ii) evaluating the peak of the spline, (iii) identifying the 
left-hand and right-hand edges of the spline correspond¬ 
ing to 33% of the peak, and (iv) averaging the two edges 
to derive the centroid. This algorithm is non-parametric 
and robust. The result is a high SNR subset of ThAr 
lines with measured pixel centroids and known labora¬ 
tory wavelengths. 

The code then performs a low order, Legendre polyno¬ 
mial fit with aggressive rejection to the pixel values ver¬ 
sus the logarithm of the laboratory wavelengths. By im¬ 
posing the logarithm of the wavelength, one significantly 
reduces a systematic bias which favors long-wavelength 
lines. This is less important for individual echelle orders 
(where the wavelength range is only k. 100A), but it is 
critical for the 2D polynomial fit described below. Fi¬ 
nally, the code again searches for ThAr lines in the ID 
spectrum but using this fit for the wavelength solution 
and also allowing lines with lower SNR in the image. 


A final 4th or 5th order Legendre polynomial fit is de¬ 
rived, again with aggressive clipping. The final output 
for each order includes the ID spectrum and the pixel 
centroids and ThAr wavelengths of all the ‘good’ ThAr 
lines that were not rejected during the Legendre poly¬ 
nomial fits. Figure [7] presents the residuals for Legen¬ 
dre fits to echelle orders 75 to 80 from the blue camera 
of MIKE. In nearly every individual order, we achieved 
line residuals of RMS< 0.1 pix and a fit solution with 
RMS< 0.05 pix independent of binning. 

The next algorithm performs a 2D fit to all of the gooc0 
ThAr lines for all of the echelle orderJ*^. The algorithm 
inputs the pixel (row number of the line centroid), wave¬ 
length, and echelle order for each fitted line. It then 
performs a 2D Legendre polynomial fit Pjk{m,y) to the 
product of the arcline wavelength Xi and its echelle order 
rrii as a function of (i) the echelle order number and (ii) 


® Future updates to the code will include a trimm ed ThAr linelist 
constr ucted using the algorithms described in IMurphv et al. I 
||2003). 

Note that orders run (mostly) parallel to columns and with 
row numbers changing along the order. 
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Fig. 8. — (upper) Graphical representation of the 2D wavelength 
fit to all of the ThAr lines identified in the ThAr image. The 
fit is a 5x4, two-dimensional Legendre polynomial fit with bases 
of CCD row and echelle order number. The blue curves trace the 
wavelength values, echelle order by order, as a function of CCD row. 
The ’+’-signs indicate the values of individual ThAr lines offset 
from the 2D solution by 500 x their residual, (lower) Similar to 
Figure [7| except the fit here corresponds to the 2D solution derived 
for the full image. 

the row number Ui (e.g. http://iraf.noao.edu/) 

mX = Pjk{m,y) . (4) 

With this basis, a well-behaved fit can be derived with 
20 parameters (four spectral and five along the prism 
dispersion [j = 5,fc = 4]); the typical RMS is ~ 0.2 (A 
order^). By performing a 2D solution, one more confi¬ 
dently interpolates (and occasionally extrapolates) over 
regions of the arc image where there is a low density of 
calibrated ThAr lines. This is particularly important at 
the reddest wavelengths where there are many fewer lines 
for analysis. 

The resulting 2D fit describes the wavelengths along 
the center of each echelle order on the CCD. Figure Eli 
shows the full 2D solution for one example image as 
a function of row number. Figure Eb shows the so¬ 
lution for a subset of echelle orders and the measured 
RMS of the fit. Again, we generally achieve residuals of 
RMS < 0.1 pix (binned) in each echelle order for the 20 


Fig. 9.— Instrumental resolution A/AA for the native CCD pix¬ 
els, scaled by 1000, for the red-side (top) and blue-side (bottom) 
cameras of MIKE. The black regions designate the 1st order blaze 
for each echelle order (ranging from number 71 to 106 on the blue 
side and 37 to 70 on the red side). 

parameter Legendre polynomial. Using the 2D solution, 
we can calculate the dispersion as a function of wave¬ 
length over the entire footprint of spectrum. In FigureEl 
we present the wavelength dispersion of the spectrometer 
as measured for an unbinned spectrum (native pixels of 
15/im). 

6.3. Wavelength Image 

The algorithms discussed in the previous section gen¬ 
erate a 2D Legendre polynomial fit describing the wave¬ 
length value down the center of each echelle order. We 
now describe the algorithms which extend the wavelength 
solution throughout the full echelle footprint. The algo¬ 
rithms first identify and trace all high S/N arc lines in 
each order across the chip. In this manner, we measure 
the tilt of the lines as a function of wavelength and echelle 
order. Specifically, we identify all 5 sigma peaks in the 
spectrum, independent of whether the peak corresponds 
to a well-calibrated ThAr line. We then trace the cen¬ 
troid of each line from the center of the order to the order 
edges using the IDLSPEC2D algorithm trace-crude. We 
found that each arc line is well described by a straight line 
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Fig. 10.— Slopes of the ThAr lines measured for several echelle orders from a representative arc image from the blue-side of MIKE. The 
points mark the measured values for each, relatively bright ThAr line in the echelle order versus CCD row. The black line is a linear fit 
(with sigma clipping; red points show rejected lines) to the slopes as a function of CCD row. 


(i.e. a slope); the code measures and records the best-fit 
slope for each arc line. Figure ITUl presents the measured 
slopes for the ThAr lines as a function of CCD row in 
several echelle orders (blue camera). In general, one has 
over 30 lines per echelle order for analysis. It is evident 
that the arc-line slopes vary across each echelle order. 
This is because the quasi-littrow angle ( 7 ) changes as a 
function of position in the focal plane. 

Similar to the analysis of the ThAr wavelengths, we 
ht a 2D Legendre polynomial to the slopes of the arc 
lines across the full CCD. This 2D solution enables one 
to interpolate through regions of the CCD with a lower 
density of ThAr lines. Together the wavelength values 
and arc line tilts at the center of each order is sufficient 
for assigning a unique wavelength to the center of every 
pixel on the CCD that falls in an echelle order footprint. 
This is done for all applicable pixels and a wavelength 
image is written to the disk for each arc frame. We do 
not solve for the case when orders overlap and assume a 
unique wavelength value for each pixel in the image. This 
wavelength image is calibrated in air and is stored with 
logarithmic values. By default, the pipeline associates 
each scientific exposure with the wavelength image whose 
arc frame has the smallest difference in UT time from the 


start of each exposure. We do not interpolate between 
arc frame exposures, and simply use the nearest exposure 
in time. 

6.4. Image Shift 

As described in § [21 the footprint of the MIKE spec¬ 
trometer is observed to shift throughout the course of the 
night, presumably because of thermal changes. There¬ 
fore, the footprint which is traced by the flats acquired 
in the afternoon fSlOD is generally offset from the one 
observed during the night. We measure this shift from 
the inner 17 orders using an algorithm similar to the one 
which measures the slit profile IS 15.311 . In this case, how¬ 
ever, the algorithm is applied to the arc images. As with 
the slit profile, one must first have a good estimate of 
the slit tilt throughout the image. Therefore, the steps 
described in the prior two subsections are first applied to 
one arc image (the slit tilt does not vary significantly as 
the image shifts). 

In each order, the code collapses all pixels with signal 
greater than 10 electrons as a function of distance from 
the center of the slit, normalized to ±1 by the average 
order width. 

We then measure the center of the arc profile by iden- 
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tifying where the flux dips to 40% of the peak on each 
side of the profile and average the two edges. This center 
is compared with zero and gives the shift in pixels of the 
image parallel to the rows (the shift along the columns is 
negligible). This process is performed on the 17 central 
orders and the best linear fit to the shift as a function 
of order number is found. The parameters of this fit 
are recorded in the main structure (in the ARC_XYOFF 
tag) and are used to shift the archived footprint onto the 
science and arc images. 

7. OBJECT TRACING AND EXTRACTION 
7.1. Tracing 

The final phase in the reduction of two-dimensional 
CCD images to 1-dimensional spectra involves the fi¬ 
nal localization and extraction of a single object in each 
MIKE exposure. The first step involves the tracing of 
the object, the definition of the object position with re¬ 
spect to the spatial position of the echelle orders. A 
first estimate of the local sky background is calculated 
by masking pixels within the object aperture (default is 
the central 3.75" of the 5" slit) and those with a slit pro¬ 
file value below 30%. The remaining steps incorporate 
an iterative series of object profile reconstruction as a 
function of wavelength and echelle order, slight tweak¬ 
ing of the initial object position given the mean object 
profile in each order, and Anally, combined object and 
background extraction. 

Once the echelle orders have been defined by the trace 
flat images, we determine the best spatial shifts from the 
traceflats to the appropriate arcframe associated with 
each science image (see 116.41) . Each echelle order in the 
science frame is rectified (just for the object tracing) with 
the shifted order boundaries. The rectified order is col¬ 
lapsed along columns with median smoothing to reject 
unflagged cosmic rays and bad pixels. In the collapsed 
vector of each order, we locate the most significant peak 
within the slit and associate the fractional position be¬ 
tween the order boundaries as the first guess for the lo¬ 
cation of the object where 0.5 corresponds to the center 
of the slit-length. If the object is detected in seven or 
more echelle orders, the fractional positions in the un¬ 
detected orders are predicted by a simple linear fit to 
the detected positions as a function of order number. 
The fractional positions for the rectified orders (whether 
measured or predicted) are converted back to CCD pixel 
coordinates on the original science image based on the 
shifted order boundaries. We measure the object peaks 
in each CCD row in each order by iteratively calculat¬ 
ing a flux-weighted mean of the object counts. The peak 
measurement is unbiased for well sampled profiles, but is 
subject to CCD artifacts and sharp sky features. Each 
set of object centers, called a trace, is fit with a 6th or¬ 
der Legendre polynomial weighted by estimated errors 
in the flux weighted centroids (with an additional floor 
of 0.01 pixel error added in quadrature). In the fitting 
procedure, centroids which deviate by greater than IOct 
from the polynomial fit are masked. 

Echelle orders in which less than 50% of the measured 
centroids are rejected are considered useful for a subse¬ 
quent PCA analysis (similar to the order-tracing analy¬ 
sis described in 115.21) . The polynomial coefhcients from 
1 st to 6th order of the well constrained echelle orders 



Fig. 11.— Empirical FWHM of the spatial profile and (sepa¬ 
rately) the relative object position along slit-length of a high-z 
quasar as a function of echelle order for both the blue and red-sides 
of MIKE. The plus signs show the measured FWHM of the spatial 
profile in arcseconds assuming a Gaussian profile. The systematic 
increase is primarily due to atmospheric effects. The diamonds 
and colored curves show the measured position of the object along 
the slit where 0.5 refers to the center of the slit-length. Note that 
at echelle orders beyond 85, the quasar exhibits no significant flux 
and our algorithm extrapolates the object centroid. 

are combined into orthogonal eigenfunctions. The useful 
traces are checked to see if their eigenvalues (PCA co¬ 
efficients) agree with simple interpolated predictions of 
the other traces. The worst outliers with a 1 pixel devia¬ 
tion in the primary eigenvalue or a 0.3 pixel deviation in 
the secondary eigenvalue level are rejected. The remain¬ 
ing eigenvalues are fit as a function of echelle order with 
low-order polynomials to predict the previously rejected 
traces, with a quadratic fit to the leading eigenvalues and 
a linear fit to the secondary eigenvalues. The remaining 
coefficients are simply replaced with the median value of 
all the good values. 

We calculate the mean trace position (the average spa¬ 
tial position of each trace over all rows) with the follow¬ 
ing steps. First, we remove the high-order variations 
(tilt, curvature, etc.) by summing up the contributions 
from 1st order to 6th order and subtracting the sum 
from the measured mean trace position. Second, the 
best quadratic fit to the mean residual trace positions 
are found, and the higher order contributions (orders 1- 
6 ) are added back. The result is a trace of the object in 
each echelle order that relies on the principal components 
of the well traced orders and smooth fits to these coef¬ 
ficients. Finally, we perform a last iteration and allow 
the traces which have sufficient signal-to-noise to adopt 
the empirically determined trace centers. Object traces 
with low signal-to-noise or partial orders retain the inter¬ 
polated values derived above. We show how the object 
trace can move relative to the center of the echelle order 
positions as the bottom set of open diamonds in Fig¬ 
ure El The routine invoked for object tracing is called 
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the image is the trace of the spatial center of the object profile as 
determined from a PCA analysis of the full 2D frame. 

mike_fntobj. An example of the final determined po¬ 
sitions for an object observed with MIKE is shown in 
Figure [IS 

7.2. Object Profile Definition 

The next step in object extraction is to estimate the 
sky background as a function of wavelength and echelle 
order number. Because this estimate is only used to de¬ 
rive the spatial profile of the object PSF, accurate fit¬ 
ting of narrow emission lines is not critical. Some frac¬ 
tion of the background arises in diffuse scattered light, 
and this is estimated by interpolating the pixel counts in 
the gaps of the echelle orders to all of the CCD. Once 
the scattered light estimate has been subtracted, the re¬ 
maining sky background is fit in each echelle order. A 
subset of the pixels in each order are used if they fall 
at least f.9" from the object centroid and have a slit 
profile value greater than 30%. For standard stars, the 
default is to only use pixels at least 2.25" from the ob¬ 
ject, although one is recommended to skip sky subtrac¬ 
tion for very bright targets. The pixels designated from 
sky estimation are corrected by their corresponding slit 
profile values. These corrected pixels are then fit with 
a b-spline as a function of wavelength using the wave¬ 
length image map calculated in 1)6.31 The breakpoints 
defining the b-spline function are spaced with a sepa¬ 
ration of f.2 times the local wavelength dispersion per 
pixel. After the b-spline fit has converged, sky subtrac¬ 
tion is as simple as evaluating the b-spline function for 
all pixels in the echelle order, correcting by the slit pro¬ 


file (multiplying) and subtracting the product from the 
scattered-light subtracted image. The routine that per¬ 
forms the initial sky-subtraction on all science images is 
called mike_skysub. 

At this stage of the reduction, we finally have a 
fully characterized science image (i.e. flat-fielded, traced, 
wavelength calibrated, and background subtracted), and 
can perform opt imal extraction in the empirical sense 
(e.g. lFIornill986ll once the object profile is characterized 
as a function of wavelength. With higher signal-to-noise 
spectra, we can determine subtle variations in the object 
profile. Below is the set of steps we follow to charac¬ 
terize the object profile which is then used to optimally 
extract the 1-dimensional spectrum in each echelle or¬ 
der. The list below is repeated iteratively for a default 
of three times, but can be set by the user when invoking 
the extraction algorithm mike_box. 

The first step is a standard boxcar extraction in each 
order, using an aperture with a default spatial extent of 
3.5" centered on the object trace. The boxcar extraction, 
along with the associated variance array, is stored in the 
final object extraction structure. The median signal-to- 
noise ratio (MSNR) is calculated for the boxcar spectrum 
in each echelle order, and after this point, the orders are 
processed in order of decreasing MSNR. 

The boxcar extraction is median smoothed and com¬ 
pared to the original spectrum to identify cosmic rays 
and other deviant spectral pixels. The non-deviant pixels 
are fit with a b-spline function with a breakpoint spac¬ 
ing that is twice the local pixel dispersion (i.e. every 2 
spectral pixels). In this step, we are fitting for the spa¬ 
tial profile, so we normalize each CCD pixel in the 2D 
image by the boxcar extracted counts at the appropriate 
wavelength (the bspline function representing the box¬ 
car extracted flux is evaluated at every pixel in the order 
footprint). The pixels in the resulting normalized image 
have, by definition, a total spatial cross-section of unity 
in the boxcar region. This definition is one method to 
tie the optimally extracted fluxes to the same system as 
the boxcar extracted values. 

The object profile is fit with one of three methods based 
solely on the MSNR determined for that echelle order. If 
the MSNR is less than 2.5, then a uniform Gaussian pro¬ 
file is adopted with a fixed width. If at least 2 higher 
MSNR orders have been extracted (earlier in the pro¬ 
cessing), then the width of the Gaussian profile is ex¬ 
trapolated from the processed orders. If an estimation of 
a width based on other profiles is not available, then a 
fixed width of 0.7" is assumed (comparable to the median 
seeing at Las Campanas). If the MSNR is greater than 
2.5, then a Gaussian is not assumed, and a full spatial 
profile is fit. If the square of MSNR is greater than 500, 
then the spatial profile is allowed to vary as a quadratic 
function of wavelength along the order. Otherwise, a uni¬ 
form profile is fit to all pixels in the order. Even in the 
high MSNR case, a uniform profile is fit to the order, but 
the full variable profile is used in object extraction. The 
full-width, half-maximum (FWHM) is calculated empir¬ 
ically from the uniform profile and is used as a prior for 
subsequent lower MSNR orders. In Figure Ull the calcu¬ 
lated and extrapolated estimates of the spatial FWHM 
are shown as a function of echelle order. 

The biggest difficulty with an empirical determination 
of the object profile are the wings of the profile. These 
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Slit position relative to Object Centroid (HSL) 


Fig. 13. — An example of the object profile for a single echelle 
order. The ticks are the boxcar normalized data, showing the 50% 
ranges as a function of half-slit length. The green line (middle line) 
shoes the mean object profile in the order, while the red lines show 
the profile at the very top and bottom of the order. The dotted- 
black vertical lines show the boxcar aperture, and the dashed-blue 
vertical lines show the positions where the profile extrapolation 
begins. The FWHM in arcseconds (here 0.66”) is determined em¬ 
pirically by locating the points of half-maximum in the mean order 
profile. 

need to be well behaved to perform accurate extractions. 
In this implementation, we specify a separation from the 
object centroid, past which we extrapolate an exponen¬ 
tially decaying wing. The separation increases as a func¬ 
tion of MSNR, such that higher MSNR orders require less 
extrapolation. To extrapolate, we find the best linear fit 
to the logarithmic profile as a function of spatial dis¬ 
tance from the object centroid. We perform the extrap¬ 
olations on left and right sides of the profiles separately 
and in each case we fit to the shape of the profile from 
the half-maximum to the cutoff distance determined by 
the MSNR above. This procedure is very robust in prac¬ 
tice and delivers realistic wings for the object profiles. 
The slope of the extrapolation is forced to be less than 
— 1.0, because a higher slope would not have finite flux if 
extended to infinity. In Figure 1131 we show an example 
of the object profile determined in a single MIKE echelle 
order. The ticks denote the extent of the scatter in the 
normalized image counts, while the solid lines represent 
the spatial object profile fit as described by a b-spline. 

7.3. Extraction 

Just before the actual extraction occurs, we perform a 
check and correction to the object tracing. Now that we 
have a well determined empirical profile for the order, we 
test the correlation of the profile at the current position 
compared to shifting the profile one pixel left or right. 
This check is done at each row in the echelle order, and we 
apply a smooth fit of the deviation away from zero offset. 
The trace correction is added to the object centroid array 
and is applied in the next iteration. 

Extraction is performed by fitting in the least squares 
sense to the full echelle order footprint with a simple 
linear model: 

Model{x, A) = OS{X)*OP{x, X)+SS{X)*SP{x, A), (5) 



Fig. 14.— Four panels showing the extraction r esults on the red 
side o f a science observation of PKS2000—330 (see lProchter et al. I 
1201011 . The left most panel is the flattened, scattered light sub¬ 
tracted science frame. The 2nd and 3rd panels show the two- 
dimensional models of the object and sky spectra, respectively. 
The right most frames show the residuals about the best fit mod¬ 
els, which are close to the Poisson limit in all pixels except the 
brightest sky features. 

where x is in units of HSL, and A is wavelengths. OS 
and SS are the object spectrum and sky spectrum, re¬ 
spectively, while OP and SP are the previously deter¬ 
mined object profile and slit profile, respectively. The 
extraction is a simultaneous b-spline fit of both the ob¬ 
ject spectrum and the sky spectrum. The breakpoints for 
each spline are separated by exactly the local wavelength 
dispersion. For a standard MIKE echelle order which 
is 2048 rows high (spectral binning of 2), there will be 
approximately 4096 free parameters in the simultaneous 
b-spline fitting. We then search for pixels deviating by 
greater than 10-sigma, and mask those pixels as well as 
the 12 closest neighbors under the assumption that these 
are cosmic rays. During the final iteration, one last b- 
spline fit is performed with the final masking, and both 
the object and sky splines are sampled with uniform ve¬ 
locity dispersion on a fixed wavelength grid to facilitate 
combining multiple science exposures (Eigure [T4|) . One 
can output the model fits of the two-dimensional sky im¬ 
age, object image and object profile. 

8 . ENDGAME 

In this section, we discuss the procedures which com¬ 
bine and flux calibrate the extracted spectra (in separate 
echelle orders). The end product is a continuous, ID 
spectrum calibrated to energy units with a relative accu¬ 
racy of better than 10% over lOOA spectral regions. In 
practice, this involves combining the multiple exposures 
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Fig. 15.— MIKE echelle spectrum of the spectrophotemetric 
standard EG21, calibrated with a sensitivity function derived from 
analysis of NGC 7293. The top panel shows the data obtained 
with the blue camera and the bottom panel shows data acquired 
with the red camera. The alternating red and black data indicate 
independent echelle orders (flux and error), smoothed by 15 pixels 
for presentation purposes. The gray curve traces the flux and error 
of the final, combined spectrum. One notes that there is excellent 
agreement in the regions of order overlap. Furthermore, the Balmer 
lines, which span several echelle orders, have physically appropri¬ 
ate shape and relative equivalent widths. The dot ted blue curve 
shows the relative flux of EG 21 as calibrated by IHamuv et al. I 
(119941) . This curve has been scaled to match the MIKE spectrum 
at 4600A and 6000A and offset by 20 and 10 units respectively for 
the blue and red data. One notes the relative flux is accurate to 
well within 10% for all wavelengths longer than 4000A. At bluer 
wavelengths, the MIKE spectrum underestimates the flux by an 
increasing amount due to the uncorrected slit loss and additional 
atmospheric extinction as EG 21 was observed at higher airmass 
than NGC 7293 (AM=1.36 vs. 1.1). 

of a single target, fluxing, and then coadding the indi¬ 
vidual echelle orders. We present separate discussions of 
fluxing and coaddition. 

8 . 1 . Fluxing 

Spectra acquired with echelle spectrometers are noto¬ 
riously difficult to calibrate in absolute flux units. This 
can be attributed to a number of factors: narrow slits, 
scattered light, vignetting. It is generally difficult to 
achieve even an accurate relative fluxing o f the data (e.g. 
Kirkman et al. 1120031 lEllison et al. 1119^ ISuzuki et al. I 
200311 . Furthermore, little attention is given to this prob¬ 
lem because the analysis of echelle data usually involves 
normalizing the object’s continuum flux level prior to 
measuring the optical depth and/or equivalent width of 
spectral features. In this respect, fluxing is mainly a con¬ 
venience but not a necessity. Nevertheless, the MIKE in¬ 
strument has several characteristics which make it better 
suited to accurately flux (see the Introduction). 

We implement algorithms which follow standard proce¬ 
dure to generate a sensitivity function from observations 
of a spectrophotometric standard. This sensitivity func¬ 
tion converts measured electrons per second per A to flux 
units (erg s“^ cm“^). It is determined by compar¬ 

ing the electron flux of the spectrometric standard with 
its absolute, previously calibrated flux. No corrections 
are made for slit losses or atmospheric extinction. These 
efforts are relatively shallow functions of wavelength and 
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Fig. 16.— Similar to Figure [Ts] but for Feige 110. These results 
are more typical of standard performance. There is mild echelle or¬ 
der ’mismatch’, especially in the first ^ 10 orders of each camera. 
The relative flux is very accurate for data redward of 4000A, but 
is underestimated at lower wavelengths. This is the result of addi¬ 
tional slit loss and higher airmass than the calibration standard. 

should not substantially affect the relative flux on scales 
smaller than lOOA. Furthermore, if one observes the sci¬ 
ence objects and standard under similar seeing conditions 
and at similar airmass, then these losses will be partially 
corrected. 

The only significant challenge that we faced is that 
no spectrophotometric standards have been observed at 
echelle resolution. As such, we found it impossible to de¬ 
rive an accurate sensitivity function in spectral regions 
corresponding to absorption features in the standard star 
(e.g. the Balmer series). In low dispersion spectrometers, 
one can clip these features by fitting a low order polyno¬ 
mial to the sensitivity function. In echelle data, however, 
a strong Balmer line can encompass one or more echelle 
orders. For this reason, one should observe calibration 
standards with weak absorption lines. We also designed 
a graphical user interface which enables the user to iden¬ 
tify and mask out absorption features when generating 
the sensitivity function. This is generally successful, al¬ 
though systematic errors are significant when the fea¬ 
tures coincide with the peak or edge of an echelle order. 

In Figures [15] and [T 6 | we present the fluxed spectra 
of two standard stars observed on 02 September 2004 
with a 1" slit under photometric skies. We calibrated 
these stars (as described above) by generating a sen¬ 
sitivity function from the spectrophotometric standard 
NGC 7293 observed at 1.11 airmasses. The spectrum 
of EG 21 (Figure ITS]) represents a nearly optimal exam¬ 
ple. The flux in overlapping regions of echelle orders is 
well matched, the strong Balmer lines have appropriate 
shape, and the relative flux matches the calibrated values 
(IHamuv et al. lilO^ to better than 5% for A > 3800A. 
At bluer wavelengths, the flux is underestimated because 
of additional slit losses and atmospheric extinction; the 
star was observed at a higher 1.36 airmasses. The results 
for Feige 110 (Figure ITOl) are more representative. There 
is a modest mismatch in the flux of overlapping echelle 
orders, especially the first r; 10 orders in each camera. 
The mismatch is less than 10%, however, and the com- 
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Fig. 17.— Normalized blaze function for the blue side of MIKE. 



Fig. 18. — The sensitivity function of each order on the blue side 
of MIKE is shown as a function of wavelength relative to the central 
wavelength of the order. If the sensitivity function of each order 
is normalized to 1 at the central wavelength, and the wavelength 
range is normalized to the free spectral range (i.e. if the wavelen gth 
range is scaled to dil), then the blaze functions shown in Figure fTTI 
are obtained. 

bined spectrum (grey) follows the ‘true’ calibration. The 
relative fluxing is better than 10% redward of 4000A, 
and the spectrum underestimates the flux at bluer wave¬ 
lengths for the same reasons as EG 21. We emphasize, 
however, that the relative flux is excellent over spectral 
regions of less than lOOA. 

It is instructive to analyze the sensitivity function to 
investigate the blaze function and instrumental response 
of MIKE. Figure [T7] describes the blaze function, nor¬ 
malized to unit flux at peak, for the blue camera as de¬ 
rived from the sensitivity function. The blaze function 
profile is nearly constant with echelle order when plot¬ 
ted as a function of the free spectral range (FSR). The 
shape is well modeled by a 9th order Legendre polyno¬ 
mial. which is the default function form for fitting the 
sensitivity function, which is shown in Figure [T51 

8 .2. Coaddition 


There are two important aspects to producing a hnal 
ID spectrum from a series of science exposures: the coad¬ 
dition of multiple exposures and the combination of over¬ 
lapping echelle orders. The specific ordering of our algo¬ 
rithms are: (1) coadd multiple exposures of each echelle 
order; (2) flux the individual echelle orders; and (3) com¬ 
bine the echelle orders to produce a final, continuous ID 
spectrum. We prefer this ordering because it maximizes 
the signal-to-noise for combining echelle orders, whose 
blaze edges may have relatively low signal. Furthermore, 
the instrument is sufficiently stable that one can suc¬ 
cessfully combine individual echelle orders from multiple 
nights in an observing run without fluxing first. The 
fluxing algorithms were discussed above; we now detail 
the coadding procedures. We remind the reader that the 
spectra have been extracted onto a fixed wavelength grid. 
No rebinning is required and registration of the spectra 
is trivial. 

The combination of multiple science exposures of the 
same object is performed separately on each echelle or¬ 
der, in sequence of red to blue. The orders are averaged 
together, weighting by the square of the median S/N ra¬ 
tio after first flagging outliers (generally due to low-level 
cosmic rays). To carry out this calculation, one requires 
two quantities: (i) the median S/N ratio for weighting the 
data; and (ii) a scale factor which normalizes the spec¬ 
tra to a common intensity. The latter is necessary for 
properly averaging data when clipping outliers. These 
quantities are calculated relative to a designated ‘tem¬ 
plate’ exposure, preferably the frame with largest signal. 

All pixels with S/N > 2 (designated HSNPIX here) 
are identified in the template exposure. If there are over 
100 HSNPIX, then the median S/N is measured from 
these pixels. Otherwise, the code adopts weighting fac¬ 
tors based on the relative exposure times. The algorithm 
also calculates a scaling factor by comparing the fluxes 
of the HSNPIX for each exposure relative to the tem¬ 
plate. Figure fTOl presents an example of the relative flux 
for echelle order 91 of the blue camera for a pair of 2400s 
exposures taken in sequence. We show only the HSNPIX 
and have median smoothed by 100 pixels. The median 
S/N per pixel is 6 for the template exposure. The algo¬ 
rithm scales the data differently depending on the num¬ 
ber of HSNPIX. If there are over 300 HSNPIX, a line 
is fitted to the relative fluxes (median smoothed by 100 
pixels) as a function of wavelength and applied to the full 
spectrum (Figure [19]). If there are 100 to 299 HSNPIX, 
then the scale factor is the median of the relative fluxes. 
For fewer than 100 HSNPIX, we adopt the relative ex¬ 
posure times as the scale factors. 

The median S/N and median scale factors are recorded 
for each echelle order, in turn. After all of the echelle 
orders are analyzed, the algorithm re-evaluates the two 
quantities for those orders with fewer than 100 HSNPIX. 
The code takes the median values of the two quantities 
from the nearest 5 orders that have (i) greater than 100 
HSNPIX and (ii) lie within 10 orders, if these conditions 
are met. This is implemented primarily on orders where 
a very large absorption feature (e.g. a damped Lya line) 
has significantly depressed the S/N of a single echelle 
order. 

After scaling the data, the algorithm compares the 
scatter between multiple echelle orders with the scatter 
predicted from the variance array. As described in § [d] 




18 
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Fig. 19.— Ratio of two extracted spectra, median smoothed by 
100 pixels, from echelle order 91 of the blue-side of MIKE. Values 
are shown only at the position where individual pixels have S/N > 
2. The dashed red line shows a linear fit to the median smoothed 
ratio values. This is used to scale the spectra prior to coaddition. 

the variance array includes estimates of the uncertain¬ 
ties associated with counting statistics and read noise. 
In general, we find that the scatter predicted from the 
variance array is 10 to 20% lower than the observed scat¬ 
ter in multiple exposures. This could be explained by a 
modest overestimate of the CCD gain, but the algorithms 
which derive the gain are proper. We suspect that the 
additional scatter is due to systematic errors introduced 
by flat-fielding, sky subtraction, and wavelength calibra¬ 
tion. Our solution is to scale the variance arrays of all 
the exposures of a given echelle order by a single factor. 
In this manner, we demand that the observed scatter is 
consistent with that predicted from the variance arrays 
assuming ^ statistics. 

If there are three or more exposures then the code flags 
and excludes any pixels that deviate by more than Scr 


from the median value. Clipping is rare for optimally ex¬ 
tracted data (or short exposures of bright targets) and it 
is not necessary to repeat this step. Finally, the data are 
averaged with weights proportional to the median S/N 
squared. The resulting data product is a series of com¬ 
bined, individual echelle orders. These data are fluxed 
with the sensitivity function derived from a spectropho- 
tometric standard, as described in the previous section. 

The final step is to combine the edges of overlapping 
echelle orders. Again, no rebinning is necessary and reg¬ 
istration is trivial because the data were extracted onto 
a fixed wavelength grid. In the previous sub-section, we 
noted that the relative flux of the overlapping spectral 
regions generally agree to within 10% (Figures I15I16|) . 
Therefore, we simply average the data, weighting by the 
variance of each pixel. Aside from a small spectral re¬ 
gion, one of the echelle orders will dominate the signal 
in the overlap region. 

9. SUMMARY 

We have described the software package MIKERedux 
designed and developed to reduce the echelle images pro¬ 
duced by the MIKE spectrometer. This code is publicly 
available and its primary algorithms have been applied 
to data reduction for other modern spectrometers. While 
development of this package has halted, one of us (JXP) 
plans to release a Python-based code following many of 
the procedures described here. 

The strategies and implementations discussed here are 
the result of many fruitful conversations with our col¬ 
leagues. In particular, JXP acknowledges Dan Kelson 
for inspiring some of the algorithms described here during 
the time they overlapped at Carnegie, and RAB thanks 
Steve Shectman for the countless days spent discussing 
all aspects of (and building) MIKE. We further thank R. 
Cooke for his comments and criticisms on a draft of the 
manuscript. 
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